[An aniline method of determining glucose in biological fluids].
A simple method for glucose measurements in biologic fluids has been developed, making use of aniline chromogen. Using this method, one may do without carcinogenic ortho-toluidine and work with less concentrated (and less acid) acetic acid solutions. Introduction of the aniline method of glucose measurement will help improve the working conditions of laboratory assistants at laboratories employing the ortho-toluidine method at present.